O bjective: To compare the influence of archwire material (NiTi, beta-Ti and stainless steel) and brackets design (self-ligating and conventional) on the frictional force resistance. Material and Methods: Two types of brackets (self-ligating brackets -Smartclip, 3M/Unitek -and conventional brackets -Gemini, 3M/Unitek) with three (0, 5, and 10 degrees) slot angulation attached with elastomeric ligatures (TP Orthodontics) were tested. All brackets were tested with archwire 0.019"x0.025" nickel-titanium, beta-titanium, and stainless steel (Unitek/3M). The mechanical testing was performed with a universal testing machine eMIC DL 10000 (eMIC Co, Brazil). The wires were pulled from the bracket slots at a cross-head speed of 3 mm/min until 2 mm displacement. Results: Self-ligating brackets produced significantly lower friction values compared with those of conventional brackets. Frictional force resistance values were directly proportional to the increase in the bracket/ wire angulation. With regard to conventional brackets, stainless steel wires had the lowest friction force values, followed by nickel-titanium and beta-titanium ones. With regard to self-ligating brackets, the nickel-titanium wires had the lowest friction values, significantly lower than those of other materials. Conclusion: even at different angulations, the selfligating brackets showed significantly lower friction force values than the conventional brackets. Combined with nickel-titanium wires, the self-ligating brackets exhibit much lower friction, possibly due to the contact between nickel-titanium clips and wires of the same material.
INTRODUCTION
Tooth movement can occur when the applied forces adequately overcome the friction at the bracket slot-archwire interface. High levels of frictional force between the bracket slot and the archwire might cause binding between the two components; this in turn result in little or no tooth movement 18 . Furthermore, low forces are considered desirable to conserve anchorage 15 and reduce the risk of root resorption 11 . Therefore, it is essential to understand the friction between the bracket and the archwire so that the proper force can be applied to obtain adequate tooth movement and optimum biologic response 21 . Friction has been attributed to many factors, such as bracket type 5, 13 , wire size and alloy 14, 15 , method of ligation 9, 17 and angulation between the bracket slot surface and orthodontic wires 25 . Recently, there has been increased use of the selfligating bracket. These brackets are characterized by having a "ligature" similar to an opening and closing cover or precision latch, thus avoiding the use of additional ligatures for attachment 10 . The
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main advantage of self-ligating brackets is the reduction of frictional forces. Studies comparing self-ligating brackets with different ligating systems for conventional brackets have reported and showed that the former has a significantly lower level of frictional resistance 1, 4, [6] [7] [8] [9] 17, 18, 20, 27 . However, some studies that evaluated rectangular wires 12,13,23,28 and applied moments 22, 23 showed no differences between self-ligating and conventional brackets 12, 13, 22, 28 . Some authors still found a greater friction in the self-ligating brackets 25 . A recent systematic review 5 concluded that, in comparison with conventional brackets, self-ligating brackets maintain lower friction only when coupled with small round archwires. Sufficient evidence, however, has not been found to claim that the self-ligating produce lower friction with large rectangular wires in the presence of tipping and/or torque.
It should be taken into account that reduced friction force is interesting in the initial stages of orthodontic treatment and during retraction of anterior teeth using sliding mechanics 15 . In the last phases, however, higher friction force can be used to obtain a three-dimensional control of the tooth position. The ideal self-ligating bracket is the one that can be conventionally attached when high friction is needed 26 . The design of four double wings of the Smartclip bracket allows ligatures to be used when friction is desired. To our knowledge, there are no studies in the literature evaluating friction in these brackets associated with different types of wire at different angles.
The objective of the present work was to analyze the influence of self-ligating brackets (Smartclip) combined with rectangular archwires even at different angulations on frictional forces and compare them with conventional brackets.
MATERIAL AND METhODS
Two types of brackets were tested: selfligating brackets (Smartclip, 3M Unitek, Monrovia, California, USA) and conventional brackets (Gemini, 3M Unitek, Monrovia, California, USA). Only upper central incisor brackets with 0.022x0.028-in slots and MBT prescription were used. The brackets were tested with 0.019"x0.025" nickel-titanium, betatitanium, and stainless steel archwires (3M Unitek, Monrovia, California, USA). Conventional brackets were attached by using elastomeric ligatures (TP Orthodontics, La Porte, IN, USA).
The dislocation resistance of the archwires resulted from friction force produced by the contact between the bracket slot surface and orthodontic wires segments of 5.0 cm. each bracket/wire combination was submitted to mechanical traction test at angulations of 0, 5, and 10 degrees. each combination of bracket/wire/angulation was submitted to 10 tests by a single operator, thus totalizing 90 mechanical testing for each group of brackets and 180 for both groups.
The friction mechanical testing was performed by using a universal testing machine (eMIC DL 10000, São José dos Pinhais, PR, Brazil) with load cell of 20 N. For conducting such an experiment, devices were developed specially for this type of mechanical testing ( Figures 1A, 1B, and 1C) . each wire segment was attached to a device containing a regulating inner hole. The brackets were positioned at the center of a circular piece and then fixed there with screws located at the tip of this piece. As the brackets had MBT prescription (17° torque), the circular piece had an angulated shape in order to eliminate the angulation of the brackets.
Before the mechanical testing, both wires and brackets were cleaned with alcohol 9 . For the conventional brackets, elastomeric ligatures were used to attach the wires. Following placement of each ligature, a 3-minute period was waited to allow them to relax 12,13,18,28 . The ligatures were installed by means of an applicator (Morelli 75.01.002, Sorocaba, SP, Brazil) and replaced before every test. For self-ligating brackets, no type of attachment was used.
For the mechanical testing of brackets with zero-degree angulation, the wire segments were positioned perpendicular to the base of the circular piece, thus keeping a passive contact with the bracket slots. At angulations of 5 and 10 degrees, the circular piece was turned in relation to the long axis of the orthodontic wires.
The wires were pulled through the bracket slots at a cross-head speed of 3 mm/min until a displacement of 2 mm. The friction was measured under dry conditions and at room temperature (20°C±2°C).The values of maximum force (gf) produced were recorded by the TeSC software, version 3.04, and then statistically analyzed. Arithmetic means, standard deviations, interquartile ranges, and minimum and maximum values were calculated for combinations of bracket/wire/ angulation. Kruskal-Wallis test was applied for study of the effect of wire type and angulation on frictional resistance, whereas Mann-Whitney test was used for post-hoc analysis.
A scanning electron microscopy (SeM-JeOL JSM 5800 LV, Tokyo, Japan) was used to analyze the surface morphology of both bracket and archwire.
RESULTS
The following variables were examined to determine the static friction: type of attachment, type of wire, and angulation between archwire and bracket slot. The influence of type of wire material and angulation on friction was analyzed separately for conventional and self-ligating brackets, thus allowing the behavior of these variables to be assessed in relation to both groups of brackets. Descriptive statistics for different combinations of bracket/wire/angulation is shown in Table 1 .
Kruskal-Wallis test showed a significant effect of the type of wire material (p<0.0001). With regard to conventional brackets, Mann-Whitney test showed statistic differences in the maximum friction force produced by stainless steel, nickeltitanium (p=0.011), and beta-titanium (p<0.0001) archwires, although nickel-titanium wires presented statistic difference compared to the beta-titanium one (p=0.0003). By using the mean values, it was observed that lowest frictional forces were produced by stainless steel wire, followed by nickel-titanium and beta-titanium ones (Figure 2A) . With regard to self-ligating brackets, the Kruskal-Wallis test showed that type of wire material had a significant effect (p<0.0003). The Mann-Whitney test showed that the maximum force of stainless steel wire differed from that of the nickel-titanium wire (p=0.013). The beta-titanium wire differed from the nickel-titanium one (p=0.0002), but did not present difference compared to stainless steel wire (p=0.028). The observation of mean values showed that nickel-titanium wire had produced the lowest forces, followed by stainless steel and beta-titanium archwires, without statistical differences between them ( Figure 2B ). Kruskal-Wallis showed a significant effect of angulation (p<0.0001). With regard to conventional brackets, the Mann-Whitney test indicated differences in the maximum force values produced by different angulations. It was observed that zero-degree angulation differed from fivedegree (p=0.0002) and ten-degree (p=0.0001) angulations, whereas five-degree angulation differed from the ten-degree one (p<0.0002) (Figures 2C and 2D) . Mean values showed that both conventional and self-ligating brackets produced lower frictional forces at angulations of 0°, followed by 5° and 10°.
The Mann-Whitney test showed statistically significant difference (p<0.0001) between maximum forces produced by attachment systems using conventional and self-ligating brackets, with the former (Gemini) having greater maximum force compared to the latter (Smartclip) (Figure 2e ). The interactions between each type of bracket and the different archwires and angulations are shown in Figure 3 .
DISCUSSION
In the present study, conventional and selfligating brackets were submitted to mechanical traction testing, combined with 0.019"x0.025" stainless steel, nickel-titanium, and beta-titanium archwires at angulations of 0, 5, and 10 degrees. each bracket/wire combination was submitted to 10 mechanical tests. This methodology was adopted because, under clinical conditions, the bracket shifts along the archwire or vice-versa repeatedly during the sliding mechanics for a given period of time 21 . Although some authors had reported that the repeated use of brackets and wires can cause surface alterations in these materials, thus changing the friction coefficient values produced
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, the present study has demonstrated that no significant changes occurred in the friction force values regarding the use of one bracket during the mechanical tests repeated 10 times.
The brackets used had MBT prescription (17° torque and 4° angulation), and torque was eliminated by attaching the brackets to a metallic circular piece with the same 17-degree inclination. Angulation was eliminated with a 4-degree rotation in the metallic piece towards a counter-clockwise direction in relation to the angulation of the bracket slot so that the wires, which were attached by a fixed device, remained passive inside de slots. As the brackets had the same angulation and torque in the present study, the most important issue was to compare the frictional values found instead of quantifying the friction that occurs clinically in either material. Nevertheless, elimination of torque allows comparison with other brackets requiring different prescriptions.
In the present study, only static friction was evaluated as it is the force that must be overcome so that dental movement can be initiated. Moreover, static friction is greater than the kinetic one, since the latter is related only to the maintenance of movement 2 . The large standard deviation observed in statistical descriptions was also found in previous studies that evaluated different combinations of brackets/wires 4, 9, 18 and it can be explained by the mean maximum forces that refer to different brackets, wires and angles together with the heterogeneity inherent to each one.
Scanning electron microscopy showed the roughness increases in the following order: stainless steel, nickel-titanium, and beta-titanium ( Figures  4A, 4B, and 4C) . Mechanical tests showed that the friction results followed the same order of roughness for different combinations of wires and conventional brackets, meaning that the surface roughness of the wire seems to influence the frictional values. Previous studies have also found low friction for stainless steel archwires, followed by nickel-titanium and beta-titanium ones 14, 21 . However, the self-ligating brackets (Smartclip) exhibited lower friction force when combined with nickel-titanium, stainless steel, and beta-titanium wires, in this order. A possible explanation is the fact that Smartclip has nickel-titanium clips, which in contact with wires of the same material could produce lower frictional values. It was not previously found in the literature, since, to our knowledge, there are no studies evaluating the Smartclip brackets associated with different types of wire. Therefore, further researches should be performed in order to quantify this issue of yielding virtually null friction values.
With regard to the angulation between bracket and orthodontic wire, the results demonstrated that frictional values were statistically significant and directly proportional to the increase in angulation, both in conventional and self-ligating brackets, a finding also corroborated elsewhere 2, 25 . Interestingly, the greater the angulation the lower the friction difference between self-ligating and conventional brackets. This probably occurs because there is a space between the wire and the slots of self-ligating brackets, at zero-degree angulation, thus yielding virtually null frictional values. On the other hand, the ligation force produced by conventional brackets causes the wire to be in contact with lateral walls of the slot, thus yielding binary forces that increase the friction. Moreover, the ligation force is not present in the self-ligating brackets.
Our results show that even at different angulations, the self-ligating brackets showed significantly lower friction force values than the conventional brackets, thus the self-ligating brackets can be an interesting option for the translation of a tooth or block of teeth using sliding mechanics. In clinical orthodontics, when the tooth begins to move the wires start to contact the corners of the bracket and binding (angulation) starts 3 . Finite element analysis has shown that 60% to 80% of the applied orthodontic force is lost during retraction by sliding mechanics of a canine along a rectangular archwire 19 . Since the orthodontic force must overcome the frictional resistance, minimizing friction will result in reduced levels of the clinically applied force needed for moving the teeth. Such reduction might shorten the treatment period and improve anchorage control 25 . In addition, low forces will reduce the risk of root resorption 11 . Low friction may also be desired during the orthodontic phase of alignment 27 , however, in the last phases, higher friction force can be used to obtain a three-dimensional control of the tooth position. A recent study evaluating how self-ligating brackets compared to conventional brackets in terms of orthodontists' perceptions showed that the first ones were preferred during the initial stage of treatment 24 , but practitioners preferred conventional brackets during the finishing stages. The solution could be a self-ligating bracket that can be ligated if necessary.
There seems to be agreement about the use of round wires for self-ligating brackets as such combination produces significantly lower friction compared to that of conventional brackets 1, 10, 14, 16, 20, 22, 25 . These results allow us to conclude that the same outcome occurs even in rectangular wires, which is in accordance with some previous studies 5, 6, 9 but in discordance with other authors, who found no significant difference 12,13,22,23,28 or observed greater friction in the self-ligating brackets 25 . These discrepancies can be attributed to differences between experimental models, including shapes, sizes and prescriptions of self-ligating brackets, as well as clips or caps made of different materials.
In vitro studies contribute to a better understanding of the frictional resistance in selfligating brackets, but they do not replicate what really occurs during clinical dental movement 21 . The frictional values found in the present study should be used as mean values for comparison of the effects of different types of brackets, archwires, and angulations instead of in vivo friction quantification. Investigation of frictional effetcs in vivo is needed so that bracket systems may be further refined to reduce friction and optimize sliding mechanics.
CONCLUSIONS
1. Self-ligating brackets showed significantly lower friction compared with conventional brackets, even with increased bracket/wire angulation;
2. Among the combinations tested, it was observed that self-ligating brackets (Smartclip) associated with nickel-titanium archwire produced the lowest friction.
